[The evaluation of effectiveness of management of intra-laboratory flows on the basis of turnaround time].
The turnaroud time was established for biochemical and immunochemical analyses using separately standing analyzers, component parts of module system, virtually and really consolidated systems. It is discovered that the least time of results receiving is typical for analyses implemented at the module system cobas 6000. The information about turnaroud time based on records of laboratory information system, can be applied in optimizing the management of intra-laboratory flows.